1. Introduction {#S5}
===============

To effectively maintain an adequate supply of life-saving vaccines in low and middle income countries, where electricity supplies can be capricious \[[@R1]\], the World Health Organization (WHO) currently recommends solar refrigerators for regions with less than four hours of electricity per day, on average, and electric mainspowered ice-lined refrigerators (ILRs) for areas with more reliable electricity \[[@R2]\]. Gavi recommends solar refrigerators for locations with fewer than eight hours of electricity per day or power outages that last more than 48 h \[[@R3]\]. The question remains: Do these thresholds identify all locations where solar refrigerators provide value, or can solar refrigerators be a more effective and efficient means of vaccine storage than ILRs in areas with more reliable electricity? To identify additional settings where solar technologies may offer benefits that outweigh their higher price, further evidence is needed.

Efforts to develop and implement new vaccine storage technologies that reduce reliance on the electrical grid have been challenged by the added cost of many new devices, which can be difficult to justify without better understanding their potential value. Though solar direct-drive refrigerators (SDDs) avoid many of the problems associated with the earlier generation of solar refrigerators that require batteries \[[@R4]\], the purchase prices of SDDs remain higher than those of ILRs \[[@R5]\], and uncertainties persist around the useful lifetime of SDDs due to currently insufficient field data \[[@R6]\]. Barriers to proper, timely, and affordable maintenance for SDDs have included limited availability of technicians with the expertise needed to diagnose and repair solar devices in remote regions, as well as lack of personnel willing to climb onto roofs to clean solar panels \[[@R4],[@R7]\]. At the same time, progress has been made in ILR technologies. Newer ILRs can maintain vaccine storage temperatures for over 10 days without electricity \[[@R2]\].

Understanding how unreliable electricity must be in order for solar devices to be favorable over electric mains-powered refrigerators (i.e. on-grid refrigerators, hereafter referred to as "electric refrigerators") in various settings is important for decision makers to select the most appropriate cold chain equipment for their situation. Computational modeling can help elucidate the potential system-wide implications of changing one or more components in a supply chain prior to deciding whether to invest the resources necessary for implementation \[[@R8]\]. We used simulation modeling to evaluate the impact of SDDs on vaccine supply chain performance and costs under a range of circumstances and to determine the conditions necessary for solar powered storage equipment to be favorable over ILRs.

2. Methods {#S6}
==========

2.1. HERMES model of the Mozambique vaccine supply chain {#S7}
--------------------------------------------------------

Using our HERMES (Highly Extensible Resource for Modeling Event-driven Supply Chains) software platform, our team developed a discrete-event simulation model of the supply chain for WHO Expanded Program on Immunization (EPI) vaccines in Mozambique. As described in previous publications \[[@R9]--[@R11]\], HERMES-generated models include virtual representations of every storage and immunization location, storage device, transport route, vehicle, and personnel in the supply chain, as well as each vaccine vial flowing through the system. We populated the model using data from the Mozambique Ministry of Health, the comprehensive multi-year plan, and WHO and UNICEF databases for vaccines and equipment \[[@R2],[@R5],[@R12]--[@R14]\]. Supply chain operations follow ordering and shipping policies observed in Mozambique.

Vaccines enter the country supply chain at one national warehouse in the capital city of Maputo, which also serves as a provincial warehouse for Maputo province. Vaccines travel from Maputo to 10 other provincial warehouses by plane or truck. Two provinces supply vaccines directly from their provincial warehouses to all health facilities via monthly distribution loops, in which trucks deliver vaccines to several facilities in a single trip before returning to a warehouse. Seven provinces distribute vaccines monthly to district stores, from which vaccines are either delivered to health facilities or picked up by health workers from the facilities each month. The remaining two provinces use a combination of distribution loops from the provincial warehouses and distribution through intermediary district stores to move vaccines to health facilities. The 1377 health facilities across the country provide routine immunizations each weekday to target groups among the Mozambican population of 26,423,623 \[[@R15]\].

For a baseline comparison between electric and solar powered refrigerators at the district and health facility levels, we modified the supply chain model to relieve storage and transport constraints and assigned only one storage device model per level. The selected device at each level was currently WHO prequalified and had a vaccine storage capacity that most closely matched the storage needs of an average location at that level \[[@R2]\]. This allowed for a comparison between the most suitable ILRs and SDDs for the system, while sensitivity analyses varied characteristics of these devices (as described under Experiments) in order to assess how different devices or future technological developments may impact the results. Every location received a sufficient number of the assigned device to hold the quantities of vaccines needed with a 25% buffer stock, per EPI policy. In all scenarios, the national and provincial warehouses stored vaccines in electric cold rooms. At the lower levels, the baseline comparison assessed ILRs (217 Vest-frost MK 404 across all districts, 1691 Haier HBC 110 across all health facilities) and SDDs (218 Dulas VC 200 SDD across all districts, 1680 SunDanzer BFRV 55 across all health facilities). [Table 1](#T1){ref-type="table"} summarizes the characteristics of these refrigerators at baseline and in the following experiments \[[@R2],[@R3],[@R5],[@R6]\].

2.2. Experiments {#S8}
----------------

To identify primary cost drivers of the systems modeled in the baseline comparison, sensitivity analyses compared the selected ILRs and SDDs with varying characteristics and under a broad range of conditions, without electrical outages, to measure the impact of potential changes in device characteristics, real-world deviations from baseline assumptions, and the extent to which cost savings may vary in different settings (for example, many Sub-Saharan African nations have higher costs of electricity than Mozambique \[[@R16]\]). These analyses varied the energy costs, purchase price, maintenance costs (for spare parts as well as labor required for repairs, defrosting and cleaning devices, and cleaning solar panels), and useful lifetime of each device.

Further analyses identified the necessary conditions for a solar refrigerator to offer savings over ILRs with varying holdover times, in scenarios introducing electrical outages of varying durations (one or two days) and frequencies (0--20 times per year). ILR holdover times (i.e. the length of time an electric-powered device can maintain vaccine storage temperatures during an electrical outage, during which the device cannot be opened) varied within the range for currently available ILRs of similar size ([Table 1](#T1){ref-type="table"}) \[[@R3]\]. Reported results for each scenario are the average over 10 iterations of one simulated year.

3. Results {#S9}
==========

3.1. Identifying cost drivers {#S10}
-----------------------------

Both systems in the baseline comparison achieved full demand fulfillment due to an absence of electrical outages, with similar non-storage costs (\$1,039,751 in labor, \$186,512 in building, \$3,312,718 in transport for the entire system, on average). We therefore compared the two based on annual storage costs (energy, maintenance, and amortization for storage devices including power system) at the district and health facility levels. Using ILRs at these levels led to \$74,066 in energy, \$59,226 in maintenance, and \$122,838 in amortization costs of storage equipment annually. SDDs at these levels incurred \$284,464 in maintenance and \$573,313 in amortization costs.

We calculated the annual storage cost savings provided by ILRs as the difference between the annual storage costs accrued when using electric devices at the district and health facility levels and those incurred when using solar refrigerators. Without electrical outages, using ILRs at the district and health facility levels cost \$711,351 less in annual storage costs than SDDs (\$334,822 as compared to \$1,046,173, 2016 USD). In sensitivity analyses ([Table 2](#T2){ref-type="table"}), varying the purchase price or useful lifetime of solar devices had the greatest impact on cost savings offered by ILRs. Reducing the purchase price by 50% from baseline or doubling the useful lifetime to 20 years for solar devices reduced the annual savings in storage costs to \$361,502. Doubling the purchase price from baseline or reducing the useful lifetime to 5 years for solar devices raised the annual storage cost savings to \$1,411,049. Cost savings were also relatively sensitive to maintenance costs for solar refrigerators. Reducing annual solar device maintenance costs from the baseline assumption of 5% of the purchase price to 2.5% reduced cost savings to \$538,113 annually, while doubling maintenance costs to 10% raised the cost savings to \$1,057,826. Varying parameters that influence ILR storage costs (i.e. purchase price, electricity costs, and maintenance costs) had a substantially smaller effect on storage cost savings offered by ILRs.

3.2. Varying electrical outage frequency and duration {#S11}
-----------------------------------------------------

Electrical outages not only caused vaccine spoilage in cases where the outage outlasted the ILR holdover time but also led to missed vaccination opportunities even when using ILRs with longer holdover times. Missed opportunities occurred due to three reasons: the inability to open refrigerators to immunize people during outages at health facilities, stockouts occurring at health facilities when district-level refrigerators could not be opened during outages, and stockouts resulting from vaccine expiry in cases where the outage exceeded ILR holdover times. Simulated people who were turned away from health centers were assumed to not return to the health facility at a later date or seek immunizations at another facility \[[@R17]--[@R19]\]. We measured the total cost (for vaccines and supply chain logistics) per dose administered to assess the relative suitability of each type of storage equipment under the conditions in each scenario. This metric captured the reduced number of administered doses, as well as the costs of purchasing and transporting vaccines to replace any vials that may have expired due to temperature excursions (if ILR holdover time was insufficient), during each electrical outage. The total cost per dose administered is calculated as follows:

Total cost per dose administered

=

(

Annual vaccine costs

\+

Annual logistics costs

)

÷

Annual doses administered

Logistics costs include the costs of storage (energy, maintenance, amortization), transport (fuel, maintenance, amortization, per diems), buildings (overhead, amortization), and labor (personnel wages for time dedicated to supply chain logistics). Solar refrigerators were deemed cost saving in a given scenario when their use yielded a lower total cost per dose administered than that provided by electric refrigerators under the same conditions. Each threshold at which a solar refrigerator could provide cost savings is reported in terms of the annual cost of each solar device.

Introducing electrical outages at the district or health facility levels allowed currently available (and substantially more expensive) solar refrigerators to provide a lower total cost per dose administered than ILRs. Even when the ILR holdover time exceeded the duration of the electrical outage, thereby preventing vaccine expiry, the number of doses administered decreased due to missed vaccination opportunities. This phenomenon produced "tipping points" at which the ILRs began performing less effectively and efficiently than solar refrigerators, as measured by savings in the total cost per dose administered. [Fig. 1](#F1){ref-type="fig"} shows the annual storage cost per district level solar refrigerator necessary to achieve savings under a range of conditions, and [Fig. 2](#F2){ref-type="fig"} shows the thresholds for the health facility level. The ability of a solar refrigerator at a particular price point to provide cost savings over an ILR varied with the duration and frequency of electrical outages as well as the holdover time of the ILR.

Currently available solar refrigerators (costing 132% more in annual storage costs than each electric refrigerator at the district level and 241% more at health facilities) provided a lower total cost per dose administered than electric refrigerators when one-day electrical outages occurred more than five times per year at either level. Current solar refrigerators also provided savings when two-day outages occurred more than three times per year at the district level or more than twice per year at the health facilities. Both levels were sensitive to outage duration, as two-day outages occurring more than three times per year at the district level or more than twice per year at the health facilities also caused solar refrigerators to be cost saving.

If the cost of solar refrigerators decreases from current price points, fewer outages can cause solar refrigerators to provide cost savings. When the annual cost of each solar refrigerator dropped to double that of each ILR, solar refrigerators were cost saving if one-day outages occurred at the district level more than three times per year or at the health facilities more than once annually. Solar refrigerators at this price could also save costs if two-day outages occurred more than twice per year at the district level or more than once annually at the health facilities. More than one annual one-day outage at either level caused solar refrigerators costing 75% more than ILRs to provide cost savings at either level. At this same price, solar refrigerators saved costs when a two-day outage occurred more than once per year at the district level or even once per year at the health facilities. More frequent electrical outages substantially raised the limits on the solar refrigerator costs capable of providing savings. One-day outages occurring 10 times per year allowed a solar device costing 200% more than an electric refrigerator at the district level or 500% more at the health facilities to yield cost savings over ILRs.

3.3. Varying electric refrigerator holdover time {#S12}
------------------------------------------------

Cost savings thresholds for solar devices were considerably higher when the duration of electrical outages even slightly exceeded the electric refrigerator holdover time. For example, when the district level experienced one-day electrical outages 10 times per year while using electric refrigerators with a holdover time of 0.97 days (the shortest holdover time of similarly sized WHO prequalified ILRs \[[@R3]\]), annual total costs rose by \$16,714,073 (from baseline with no outages) and the system administered 890,559 fewer doses, causing the total cost per dose administered to rise from \$2.92 to \$3.99. In this situation, even a solar refrigerator with an annual cost of \$5000 would provide savings over the electric device in terms of the total cost per dose administered. Because the shortest holdover time tested for health facility refrigerators was longer than one day, this trend was observed at the district level only.

4. Discussion {#S13}
=============

Results suggest that WHO and Gavi guidelines may be appropriate but conservative, as the actual thresholds at which solar refrigerators can provide value may include places with more reliable electricity. Our analysis provides insight into the difference in costs between electric and solar refrigerators, as well as the conditions that produce "tipping points" at which solar refrigerators offer savings in the total cost per dose administered. Though current solar devices were more costly than electric refrigerators when no power outages occurred, introducing even small numbers of daylong electrical outages demonstrated the improvements in performance and efficiency that SDDs can offer over ILRs in areas with substantially more reliable electricity than those indicated by current guidelines. Any cost savings provided by ILRs over SDDs were most sensitive to solar device characteristics, particularly purchase price and useful lifetime. These parameters will likely continue to change with solar technology development and the availability of additional field data. Iterative modeling with updated inputs can continually produce and refine guidelines as to where SDDs may be beneficial.

Though solar refrigerators can offer a reliable option in many settings, especially as they become increasingly more affordable and easy to maintain, other factors may hinder uptake. Current knowledge may be insufficient for decision makers to approve large purchases of solar equipment, as ministries of health may require substantial evidence to support recommendations. As more solar powered options become available, additional data collection will allow further modeling to reveal where new devices would be best suited and ultimately maximize the impact of new storage equipment. To reap the full benefits of solar technology while avoiding pitfalls, immunization programs need to be able to assess the advantages and disadvantages prior to making an investment.

While the WHO and Gavi guidelines may be helpful in identifying places that require off-grid solutions in order to function the majority of the time, these guidelines may not capture all situations where solar devices could offer benefits that outweigh their costs. Computational modeling provides a "virtual laboratory" for testing new technologies with a lower risk of wasting valuable life-saving resources than implementing changes on the basis of trial and error.\[[@R20],[@R21]\] When uncertainties exist around variables such as the useful lifetime of a device, modeling allows in-depth analysis of parameters across a range of scenarios. As available storage equipment evolves, simulation models can continue to test devices in different settings, under different conditions, and with new characteristics. Such analyses can aid public health decision makers in improving vaccine supply chains as well as inform manufacturers regarding the needs of their consumers.

5. Limitations {#S14}
==============

A model is a simplified representation of reality that cannot capture every feature of a system. This study utilized available data as well as sensitivity analyses to identify where additional data may be most impactful. It is possible that our sensitivity analyses omitted potentially realistic values of the parameters studied, as well as additional factors that may influence cost savings among storage devices. Factors such as installation requirements, access to spare parts, or availability of maintenance technicians were not directly considered but may be represented in sensitivity analyses around the purchase price and maintenance costs. Baseline assumptions entail higher maintenance costs for SDDs than ILRs. As SDDs become increasingly common and the technology develops, maintenance costs will likely decrease and may possibly already rival those of ILRs. If so, this analysis provides a conservative estimate of when SDDs can offer savings. ILRs may display holdover times in the field that exceed WHO estimates.

6. Conclusion {#S15}
=============

Our study provides support for WHO and Gavi guidelines and in fact shows that solar refrigerators may provide more doses of vaccines at a lower total cost per dose than electrical refrigerators, even when electrical outages are less frequent. The purchase price, useful lifetime, and maintenance costs of solar refrigerators are major drivers of any cost savings offered by ILRs, suggesting a need for additional data and iterative modeling as solar technology advances. We identified thresholds at which solar refrigerators could offer savings over electric refrigerators in order to provide guidance to refrigerator manufacturers, policy makers, funders, and other stakeholders.
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![Conditions under which solar powered refrigerators can provide savings over electric refrigerators at the district level. The maximum annual cost for each district-level solar device (including amortization and maintenance) that can provide savings over electric mains-powered refrigerators in total cost per dose administered is shown when electrical outages of varying frequency and duration occur at all district level locations. Results assume the electric refrigerator holdover time exceeds the duration of the outage.](nihms886966f1){#F1}

![Conditions under which solar powered refrigerators can provide savings over electric refrigerators at health facilities. The maximum annual cost for each solar device (including amortization and maintenance) that can provide savings over electric mains-powered refrigerators in total cost per dose administered at the health facility level is shown when electrical outages of varying frequency and duration occur at all health facilities. Results assume the electric refrigerator holdover time exceeds the duration of the outage.](nihms886966f2){#F2}

###### 

Characteristics of electric and solar devices studied and sensitivity ranges tested.

                                                                  District level refrigerators      Health facility level refrigerators                                     
  --------------------------------------------------------------- --------------------------------- ------------------------------------- --------------------------------- ---------------------------------
  Device type \[[@R1]\]                                           Electric ice-lined refrigerator   Solar direct drive refrigerator       Electric ice-lined refrigerator   Solar direct drive refrigerator
  Net vaccine storage capacity, L \[[@R1]\]                       135.0                             132.0                                 52.5                              54.5
  Purchase price (USD)[a](#TFN1){ref-type="table-fn"} \[[@R2]\]   \$964 (\$482--\$1928)             \$5060 (\$2530--\$10,120)             \$550 (\$275--\$1100)             \$3235 (\$1618--\$6470)
  Holdover time during electrical outage, days \[[@R1],[@R3]\]    0.97 (0.97--5.34)                 N/A                                   1.51 (1.02--7.58)                 N/A

Solar refrigerator purchase prices include solar power system.

###### 

Cost savings offered by electric refrigerators over solar devices under varying conditions without electrical outages.

                                                                                                                  Value (range)           Annual storage cost savings (USD)
  --------------------------------------------------------------------------------------------------------------- ----------------------- -----------------------------------
  Baseline                                                                                                        --                      \$711,351
  *Sensitivity analyses*                                                                                                                  
  Purchase price of solar devices, as % of current price[a](#TFN2){ref-type="table-fn"}                           100% (50--200%)         \$361,502--\$1,411,049
  Useful lifetime of solar devices, years \[[@R3],[@R6]\]                                                         10 (5--20)              \$361,502--\$1,411,049
  Maintenance costs of solar devices (annual), as % of purchase price[a](#TFN2){ref-type="table-fn"} \[[@R14]\]   5% (2.5--10%)           \$538,113--\$1,057,826
  Purchase price of electric devices[a](#TFN2){ref-type="table-fn"}                                               100% (50--200%)         \$791,263--\$551,528
  Useful lifetime of electric devices \[[@R3],[@R6]\]                                                             10 (5--20)              \$551,528--\$791,263
  Electricity costs, per kWh                                                                                      \$0.10 (\$0.05--0.20)   \$760,581--\$612,890
  Maintenance costs of electric devices (annual)[a](#TFN2){ref-type="table-fn"} \[[@R14]\]                        5% (2.5--10%)           \$749,620--\$634,813

[Table 1](#T1){ref-type="table"} lists the purchase price of each device.
